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For this paper, a simple inexpensive rig system was designed and two methods for 
imaging and measuring how a synthetic representation of an anastomosed artery 
deforms under internal pressure were used. An optical method with a camera and a 
Computed Tomography (CT)-based imaging method were used. Cylindrical samples 
of Natural Rubber Latex were anastomosed and subject to extension-inflation tests 
to represent an artery under the physiological conditions of the body. The simple rig 
system was designed to apply physiological levels of internal pressure to the latex 
tubing. The two imaging methods were used to monitor variations in the 
circumferential and longitudinal extension as a function of the applied pressure. The 
CT scanner has the additional ability to view inside the specimen and give an 
understanding of how the tension in the sutures affects the internal and external 
shape of the specimen. The two methods, optical and CT, were compared to each 
other and to theoretical predictions to assess the potential limitations of each of 
these methods. Quantifying and understanding the material properties of the 
synthetic representation used proved to be an imperative part of the investigation to 
predict and understand how the specimen would deform. In conclusion, the CT 
measurements were likely to provide the most reliable results. Departures in the 
measurements from theoretical predictions means that empirical methods should 
continue to be applied to studies modelling anastomosed arteries and used to 
improve theoretical predictions.  
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An anastomosis is the surgical procedure of connecting two adjacent conduit 
structures. This paper was concerned with the joining of arteries or veins (vascular 
anastomosis) with sutures (stitches). After 50 years of coronary artery bypass 
grafting, it still remains the most common cardiac surgery in the world with 
approximately 200,000 procedures annually in the US, highlighting the importance of 
these procedures (Melly et al., 2018). As well as cardiac surgery, common vascular 
surgery, trauma surgery, atherosclerosis (hardening and narrowing of arteries) and 
aneurysms (localised bulging or a weakened spot) often require surgical 
anastomosis and are common routine reconstruction procedures. For arterial 
reconstruction, the damaged regions are often removed and then either stitched 
back to a healthy artery or repaired through the insertion of a synthetic graft or 
autologous grafts (from the same patient). This technique is commonly known as 
end-to-end anastomosis (Roussis et al., 2015). 
 
Unfortunately, even after successful surgery, restenosis and long-term graft failure 
are common. The long-term success of these surgeries is dependent on a number of 
factors. The addition of an anastomosis and sutures to the artery can play a role in 
creating “non-physiological flow dynamical and wall mechanical conditions” which 
lead to irregular conditions in the artery. This can include flow separation, 
mechanical wall stress and high suture stresses (Perktold et al., 2002) leading to  
anastomotic Intimal hyperplasia (AIH) (thickening on the inner wall of a blood vessel) 
(Schiller et al., 2010). Zilla, Bezuidenhout and Human (2007) also highlight that the 
main reason for small to medium sized (≤4 - ≤7mm) graft (SMGs) failure is due to 
intimal hyperplasia and thrombogenicity. Thus, understanding how the anastomosed 
region of the artery behaves and deforms under physiological conditions is critical to 
understanding graft failure.  
 
There is extensive literature on the mechanical characterisation of synthetic grafts 
including investigations into burst strength, compliance and circumferential stretch as 
well as suture techniques and applying prestretches to the anastomosed artery. A 
range of optical methods have been successfully explored to characterise these 
properties; however, most investigations seem to omit viewing the internal geometry 
of the vessel under a variety of pressures. As the internal geometry affects the 
aforementioned flow conditions, this is deemed to be an important property of the 
reconstructed vessel.  
 
This study therefore aimed to gain a better understanding of how an anastomosed 
specimen (Figure 1) deforms under a variety of internal pressures and pretensions. 
Additionally, it was investigated how the anastomosis and specifically the tension in 
the sutures distorted the specimen and inhibited normal geometry changes. A 
synthetic representation of an artery was used in an extension-inflation test that 
simulated normal physiological conditions. Empirical results were compared to 
theoretical predictions. 3D representations and cross-sectional images of the 











Figure 1: Anastomosed specimen example, Penrose drains sutured 
Background 
Material Characterisation  
In order to predict how the specimen will perform under internal pressure it is 
necessary to determine the material properties of the synthetic representation first. 
To do this it is essential to consider the linearity of the material properties. A material 
can be described as linear elastic “if the force needed to extend or compress it by 
some distance is proportional to that distance” (Mihai and Goriely, 2017). For linear 
elastic materials, the most important constants can be summarised as the Elastic 
Modulus (𝐸)and the Poisson’s ratio (𝑣). In order for these parameters to remain 
constant, the material has to obey infinitesimal strain theory and thus only have small 
deformations relative to its body. If a body experiences large deformation, it then 
obeys finite strain theory (large deformation theory) and the aforementioned 
properties will no longer remain constant.   
 
Non-linear elastic bodies such as elastomers (materials with rubber-like properties) 
display large, non-linear elastic deformation and therefore it is no longer appropriate 
to model them using constants for Elastic modulus and Poisson’s ratio as they vary 
as a function of the deformation (Mihai and Goriely, 2017). Hyperelasticity (i.e. non-
linearly elastic) is used to model materials such as these (Sasso, Palmieri, Chiappini 
and Amodio, 2008) where the stress-strain relationship for materials such as 
elastomers and soft tissue is unique (Mihai, Chin, Janmey and Goriely, 2015). 
Therefore, in this investigation varying the Elastic Modulus and Poisson’s Ratio as a 
function of the deformation was attempted because the specimens appear to obey 
finite strain theory.  
 
Poisson’s ratio is defined as the ratio of lateral deformation to the elongation of a 
body. It ranges between 0.2 and 0.5 for linear elastic materials and is often 
measured when the body is experiencing small deformations (Sanborn and Song, 
2019). Theoretically, with a Poisson’s ratio 𝜈 = 0.5, the material can be described as 
‘incompressible’, however experimentally all materials are compressible, and 
Poisson’s ratio will only ever approach 0.5 (Mott, Dorgan and Roland, 2008). 
 
The Elastic Modulus is defined as stress/strain.  It is the measure of elasticity of a 
body and therefore the ability to resist deformation under load (Roeder et al., 1999). 
 
Once calculated, the Elastic modulus and Poisson’s ratio could then be used to 
make accurate predictions for changes in geometry of the specimen. The following 
equations assume a cylindrical specimen.   
 



















From these parameters, Poisson’s ratio can be calculated. 
 









[5] [1-5(Philpot, 2014)] 





[6] (Sanborn and Song, 2019) 
 
Longitudinal stretch and strain are considered to be positive and therefore the 
thinning of the lateral dimensions along with the lateral strain is considered to be 
negative. 
 
Basic Mechanical Predictions 
Below is a summary of equations that are used to calculate the predictions in 
deformations for thin-walled and thick-walled cylinders.  
 
Arteries (both real and synthetic) form a cylindrical shape. Thus, mechanical 
formulas describing cylinders can be used as a simplified model to predict the stress 
that their walls are exposed to and to predict their geometric behaviour under 
pressure. 
 
Thin-walled cylinder subject to internal pressure 
 
𝑃 = 𝑝𝑟𝑒𝑠𝑠𝑢𝑟𝑒 𝑥 𝑎𝑟𝑒𝑎 = 𝑝 𝑥 𝜋𝑑2/4 
[7] 
𝐴𝑟𝑒𝑎 =  𝜋𝑑 𝑥 𝑡 
[8] 
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(Hulse and Cain, 2001) 
𝐿𝑜𝑛𝑔𝑖𝑡𝑢𝑑𝑖𝑛𝑎𝑙 𝑠𝑡𝑟𝑎𝑖𝑛 =  
1
𝐸
 (𝜎𝐿 −  𝜈𝜎𝐻)  
[11] 
𝐶ℎ𝑎𝑛𝑔𝑒 𝑖𝑛 𝑙𝑒𝑛𝑔𝑡ℎ =
1
𝐸
(𝜎𝐿 −  𝜈𝜎𝐻)𝐿       =       
𝑝𝑑
4𝑡𝐸
(1 − 2𝜈)𝐿 
[12] 
𝐶ℎ𝑎𝑛𝑔𝑒 𝑖𝑛 𝑑𝑖𝑎𝑚𝑒𝑡𝑒𝑟 = 𝑑𝜀𝐻 =    
𝑑
𝐸
(𝜎𝐻 −  𝜈𝜎𝐿)      =
𝑝𝑑2
4𝑡𝐸
(2 − 𝜈)      
[13] 
Thick-walled cylinder subject to internal pressure 
 
















)   
[15] 
𝑤ℎ𝑒𝑟𝑒 𝑘 𝑖𝑠 𝑑𝑖𝑚𝑎𝑡𝑒𝑟 𝑟𝑎𝑡𝑖𝑜
𝐷2
𝐷1
 =  
𝑅2
𝑅1
     
[16] 
𝐿𝑜𝑛𝑔𝑖𝑡𝑢𝑑𝑖𝑛𝑎𝑙 𝑠𝑡𝑟𝑒𝑠𝑠 𝜎𝐿 =  
𝑝1𝑅1






𝐶ℎ𝑎𝑛𝑔𝑒 𝑖𝑛 𝑑𝑖𝑎𝑚𝑒𝑡𝑒𝑟, Δ𝐷 =  
2𝑟
𝐸
(𝜎𝐻 −  𝜈𝜎𝑟 −  𝜈𝜎𝐿) 
[18] 
𝐶ℎ𝑎𝑛𝑔𝑒 𝑖𝑛 𝑙𝑒𝑛𝑔𝑡ℎ, Δ𝐿 =  
𝐿
𝐸




Distensibility is a term used to quantify the properties of arteries. It is defined as the 
relative change in artery volume for a known change in internal pressure (Chen et 
al., 2017). Burton (1954), describes that for a material obeying Hooke’s law (where 




Elastic Modulus E is constant) the volume distensibility of a cylinder would increase 
as pressure increases. This idea of “blow out” or “inflation jump” is observed in 
elastomers. Past the critical “limit-point” instability value, the material will continue to 
stretch with reduced pressure. With a constant pressure, the stretch will jump to a 
significantly higher deformation (Goriely, Destrade and Ben Amar, 2006). 
 
This however is not observed in arteries. Chen et al. (2017) report that with an 
increased blood (internal) pressure the artery walls become thinner and the 
decreased ratio of thickness to radius leads to a lower arterial volume distensibility. 
This is supported by Matsuda and He (2002), when a carotid artery exhibited a 
“typical J-curve”, showing large distensibility at low pressures and reduced 
distensibility as pressure increases. The J-curve in arteries is common and 
represents a non-linear stress-strain relationship due to the collagen fibre initially 
being wavy and then straightening out under load, decreasing the distensibility. 
Single elastomer materials however do not produce J-curves at physiological 
pressures (Zhalmuratova and Chung, 2020).  
 
Below is a summary of the existing literature: 
 
• Madhavan et al. (2012) cannulated multi-layer vascular grafts and tested them 
under pressures of 0-160mmHg in increments of 10mmHg. 
• Sonoda et al. (2002) conducted a similar experiment to the one planned for 
this investigation in which an anastomosis between an ePTFE vascular graft 
and an artery was created. The test was conducted to determine the 
intraluminal pressure / internal diameter relationship using a digital x-ray 
system. Three regions were analysed: the centre of each graft and the 
anastomosis. The results show that there is a “very low pressure‐dependent 
dispensability over the entire pressure range”. 
• Bustos, García–Herrera and Celentano (2016) also highlight the rigidity of 
grafts when testing a woven Dacron corrugated prosthesis. The grafts were 
also subject to longitudinal stretches of 𝜆𝑧 = 1.25 and 1.3 where 𝑙 is current 
length and 𝑙0 is original length. 
 
𝜆𝑧 =  
𝑙
𝑙0
       
[20] 
• Sommer et al. (2018) conducted extension-inflation tests on human 
subclavian and iliac arteries to mimic the physiological loading the arteries are 
normally under. An elongation of the arteries (axial prestretch) was applied of 
𝜆𝑧 = 1.0 - 1.2, slightly lower than in the work of Bustos, García–Herrera and 
Celentano (2016).  
 
Methodology 
Three sets of experiments were conducted for this paper and are listed below. The 
tensile tests were conducted initially followed by the Optical Method and the CT 
Method that were conducted concurrently. 
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1. Tensile tests to determine the material properties of the specimen used in all
subsequent experiments.
2. Tests to demonstrate geometric changes in anastomosed specimens as a
function of applied internal pressure and applied axial tension, with geometric
measurements taken using a camera and Image-J software (hereafter
referred to as the Optical Method).
3. Tests as per (2) above, but with geometric measurements taken using a CT
scanner and Osirix Lite software (hereafter referred to as the CT Method).
 
Determination of synthetic artery material properties 
In order to make the accurate predictions for the tubular deformation of each 
specimen, it was necessary to determine the properties of the synthetic 
representation used. A tensile test was carried out to obtain accurate values of 
Elastic Modulus 𝐸 and Poisson’s Ratio 𝑣 for later comparisons. 
Material Assumptions 
• All specimens including specimens used for tensile test, predictions and final
tests are assumed to be cut from same extruded part. Therefore, it is
assumed:
o All specimens have the same initial outer and inner diameter.
o Specimens have the same material properties.
• Wall thickness is uniform.
• Specimen cross-sections are perfectly circular.
Experimental procedure 
A tensile test was performed on Natural rubber latex Penrose Drains (BD Medical) 
without anastomosis to determine the material properties. 
Firstly, the measurements for the specimens were taken. Multiple length 
measurements were taken and averaged. Rings were cut from the specimens and a 
12MP camera was used to capture the cross-section of the specimen.  
Figure 2: Ring cutting from specimen for Image-J analysis 




Image-J (National Institute of Health) image processing software was used to 
measure and average the outer diameter of the specimen by calibrating the software 
to a scale in the image (Figure 2). The outer diameter of the specimens was 





Table 1: Example of initial measurements taken for specimen tensile test 
Property Formula  Value 
Inner Diameter 
(mm) 
𝐼𝐷 = 𝑂𝐷 − (2 ∗ 𝑡) 𝐼𝐷










Figure 3: Flow chart of Tensile test procedure, which outlines how the tensile test 
was conducted. 
 
Using equations [1-5] properties of the specimen were calculated. 
 






Figure 4: Tensile test, Stress-Strain Curve for tests 3-14 
 
 
A stress-strain curve was plotted for all twelve specimens ( 
Figure 4). It was evident from the stress-strain curve, that the specimen was not 
displaying linear characteristics. An average of all tensile tests was taken to 
determine a function for elastic modulus so that its variation with stress can be 
calculated (Figure 5). 
 
In the next section, using the tensile test data, an attempt was made to evaluate the 
variation in Elastic modulus and Poisson’s ratio as a function of stress in order to 
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The equation of the curve for the tensile test was applied to the theoretical 
predictions to predict how the Elastic Modulus would vary with stress. 
 








Equation 21 dictates how the Elastic Modulus varies with stress in the tensile test. 
The equation was applied to the prediction calculations so that Elastic Modulus 
varied (Figure 6). 






















Average Elastic Modulus as a function of stress 
for Tensile Test
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Figure 6: Predictions, Thin walled cylinder. Elastic Modulus as a function of stress, 
showing how elastic modulus varies with stress in the predictions. 
 
Note that the stresses in predictions (Figure 6) are for a range of pressures 0-
240mmHg and consequently the stresses are far lower than that of the tensile test 
(Figure 5). The non-constancy of the Elastic modulus provided more accurate 
predictions of how the specimens would deform circumferentially and longitudinally. 
 
 
The same method was carried out for Poisson’s ratio. An average of all tensile tests 
was calculated and plotted on Figure 7 as a function of stress. 
 
The equation of the curve for the tensile test was applied to the theoretical 
predictions to predict how Poisson’s Ratio would vary with stress. 
 
The coefficients of the 2nd order polynomial equation for Figure 7 are defined as:  
 
 
𝑦 = 0.481971383𝑥2  − 1.197533301𝑥 +  0.960674328 
[22] 
 
Equation 22 dictates how Poisson’s Ratio varies with stress in the tensile test. The 
























Elastic Modulus as a function of stress for thin-
walled cylinder predicitons











Figure 8: Predictions, Thin walled cylinder. Poisson's Ratio as a function of stress 
The equation was used to calculate the Poisson’s ratio for the stresses in the 
predictions. Note that the stresses in predictions are for a range of pressures 0-
240mmHg and consequently the stresses are far lower than that of the tensile test.  
 
The same process was also applied to thick-walled cylinder predictions. 









































Poisson's ratio as a function of stress for thin-
walled cylinder predicitons





Figure 8 shows how Poisson’s Ratio varies with stress. Poisson’s ratio values of 
between 0.81 and 0.96 were predicted for the range of physiological pressures. 
These values are out of the possible range for Poisson’s ratio of 0.2-0.5 as 
discussed earlier. Since the lateral and longitudinal measurements were taken using 
different methods (manually versus extensometer recordings, respectively), it is likely 
that different errors were introduced in the two sets of measurements. It’s believed 
that this is the reason for the impossible Poisson’s ratio values calculated.  
 
It is most likely that the error in the above data came from the manual measurements 
of lateral deformation. To get a measure of the error introduced for the lateral 
measurements, an average diameter of all the tests was taken and diameter plotted 




Figure 9: Tensile Test. Extrapolated average diameters as a function of force 
The original data for the Tensile test ranged from 2-10N of Force, however the data 
was extrapolated to a force of zero (Figure 9). This gave an approximation of the 
original diameter based on the equation of the line. At a force of 0N i.e. original 
undeformed diameter of the specimen, the extrapolated data predicts a diameter of 
6.79mm. Compared to the actual measured original diameter of 7.12mm there is a 
percentage difference of (-) 4.63%.  
 
This percentage difference could be a result of measuring the specimen manually 
and accidently deforming the specimen to a smaller diameter with the Vernier 
callipers. Alternatively, it could reflect inaccuracy in the initial measurements. It may 
also arise from the data not being appropriate to extrapolate. 
 
Figure 8 & Figure 9 show the sensitivity of the experiment when taking 
measurements manually. Since an inaccurate Poisson’s Ratio was predicted, a 



















Average diameter as a function of force




constant value for Poisson’s ratio was used. As discussed in Introduction and 
Background, although elastomers such as rubber are modelled as ‘incompressible’, 
experimentally this is impossible. Therefore, since similar incompressible mechanical 
properties between the specimen and rubber are expected, a constant Poisson’s 




Summary of experimental design: 
• Conduct a similar rig set up as that described by Madhaven et al (2012) but 
simplified and less expensive. 
• Pressure range for this investigation will ideally be extended from 0mmHg to 
240mmHg in order to simulate hypertension and hypertensive crisis (normal 
blood pressure 120/80mmHg).  
• A synthetic representation of an artery will be used with softer mechanical 
properties than graft material. 
• A pretension will also be applied to the anastomosed vessel to simulate the 
conditions arteries are under in the body. 
• CT scanning the experimental procedure will allow both an image of the 
change in diameter as well as producing 3D DICOM format images, allowing 
construction of cross-sectional slices. 
 
The principle of the rig is to provide pressurised water to the specimen by applying 
and varying weight to a syringe. A pretension will be imposed on the specimen to 
simulate the tension arteries would be under in the body. Pretensions of 𝜆𝑧 =
1.05, 1.16 𝑎𝑛𝑑 1.25 were investigated where, 
 
 
𝜆𝑧 =  
𝑙
𝑙0
       
[23] 




Figure 10 & Table 2 outline the working principles of the rig. 









Table 2: Schematic Key for items and purpose 
Number Item Purpose 
1 Weight (varied) Apply different weights to the syringe to vary 
the pressure in the system 
2 Syringe Transfer pressurised water to system 
3 Connecting tubes Transport pressurised water to system 
4 Digital Manometer Measure pressure in the system 
5 Anastomosed Specimen To be pressurised and measured for 
deformation 
6 Pulley wheel Translate vertical load to horizontal tension 
applied to the specimen 
7 Weight (varied) To apply load to the specimen 
   
8 Camera Image deformation of specimen (Optical 
method only) 
9 Rule Used for Image processing software 
calibration (Optical method only) 
 -------------------- Fishing line with attached weight (7) 
  Connecting tubes (4) 























Figure 12: Rig set up for Optical Method – Same as CT set up with addition of clamp 
to hold camera and steel rule for calibration. 3-way syringe valve also pictured. 
 
Figure 11: Rig set up for CT method. Prior to 3-way valve addition which 
was added to refill the syringe 








Whilst setting up the rig, the following was considered: 
• Clamp was not tight enough to deform the diameter of the syringe. 




• Pressure is constant throughout entire system. 
• Only the specimen is deforming due to the pressure. 
• No air is present in the system. 
• No weight applied as pretension is lost due to stretch in the fishing wire or 
friction due to the pulley. 
• Pretension weight is pulling from the central axis of the bung / specimen. 
• Original dimensions for Location 2 (anastomosis) are assumed to be the 
average of Location 1 and Location 3 i.e. the diameter of the specimens 






Table 3: Anastomosed specimen, materials and techniques used 
Component  Material / Technique 
Material (synthetic representation) Natural rubber latex Penrose Drains 
(BD Medical)  
 
Approx. 30mm each  
Suture material Non-absorbable Polyamide 6 (Ethilon 
Suture 8-0, Ethicon / Johnson & 
Johnson)  
Suture technique Interrupted stitching, followed by a 
double throw and two single throws. 
 
 






For both methods, CT and Optical, weight was applied in approximatly 100g 
increments. This gave approximate pressure increases of 10mmHg. The pressure 
was recorded from the Digital Manometer readings. The specimen was imaged with 
the respective methods and the images were then analysed for changes in diameter 
and length. 
 
All measurments for diameter, length, area (CT only) and pressure were inputed and 
analysed in Excel 2020. The percentage changes in diameter, length and area were 
calculated using the first data point from that experiment as the datum. For example, 
the first pressure applied (usually around 10mmHg) was used as the datum and 
changes in geometry we calculated based on the geometric changes from this initial 
pressure. 
 
For Diameter 2 (Figure 17) the percentage change was calculated using an average 
of the first data points for Diameter 1 and 3 as a datum. Therefore, the results also 
show how much the addition of sutures add to the dimensions of the specimen. 
For the CT method, standard deveation was also calculated for the four diameters 
taken at each cross-section. 
 
Figure 13: Flowchart of general rig set up procedure 





A GE Healthcare Discovery CT750 HD Scanner of 0.2mm resolution was used in the 
investigation. A high radiation dose was used to minimise artefact with an image 
slice size of 0.625mm. Edge enhancement was used on the images for clarity. 
 
The DICOM files from scans were processed using Osirix Lite DICOM viewer. 
Predetermined window settings were applied and ‘Bone setting’ provided an image 
with a diameter and thickness closest to the true value, determined by taking 
measurements. “Window width (W) determines the range of pixel values that will be 
incorporated into the display width” (Upstate Medical University, 2020).  
This method is expected to be the best available technique in analysing the change 
in geometry of the specimen. It produces a 3D representation of the experiment and 
cross-sectional slices to allow for measurments. This will allow multiple diameter 
measurements to be taken and give an average diameter as well as measuring the 
area of the cross-section. The resolution of the equipment used is also far superior to 
that of the optical method. The scanner also allows the destortion of the specimen 
due to the sutures to be imaged clearly. 
 
Figure 14 outlines how to conduct the CT experiment after the rig set up procedure. 
 
Figure 14: Flowchart of CT method experimental procedure 
 





Figure 15 shows an example of measurements of the cross-sectional slice in Osirix 
Lite (Left viewer). Right Viewer shows the three locations (Table 4) that diameter and 
area measurements were taken from. Length measurments were taken between 




Figure 15: Osirix Lite. Images of vertical and horizontal cross-section of specimen 
and measurements at 11mmHg. Diameter measurements were taken across 4 axes. 
Area of cross-section was also measured. 
 
Table 4: Local Osirix Lite Co-ordinates for each cross-sectional slice position 







See Figure 16 for Optical Method procedure.  
 
The Optical method was conducted similarly to the CT method however, at each 
pressure a 12MP camera was used to image the change in diameter and length of 
the specimen. The specimen was secured in horizontal orientation with a rule 
secured directly under.  
Image-J software was used to analyse the images. The software was calibrated 
using the rule and diameter measurements were again taken in approximately the 
same three locations as the CT method respectively, 50, 70, and 90mm on the rule 
(Figure 17 and Table 5). Length measurements were also taken between Herbie 




clips. Measurements were taken manually, using the software to mark two points 
and measure the distance between them (Figure 18). 
This method was also used in order to compare the two methods. The optical 











Figure 17: Optical method. Measurement locations for Image-J analysis software. 
 







Table 5: Location and measurement relationship 
Location Measurement (mm) 
1 Diameter 1 
2 (anastomosis) Diameter 2 







Figure 18: Example of measuring the diameter at Location 1 for Optical method 
using Image-J software 
 
Note: The location of Diameter 2 is not directly on the sutures. The diameter 
measurement was taken approximately 2mm from the sutures as they inhibited 















Experimental - CT Method 
 
Table 6: Cross-sectional images of the specimen at the anastomosis region at a 
range of pressures taken during CT method. Images show the distortion to the 
specimen caused by the tension in the sutures. As internal pressure increases it is 
enough to overcome the tension in the sutures, thus making the specimen cross-
section more circular.  
   
11mmHg 29mmHg 53mmHg 
   
71mmHg 99mmHg 116mmHg 
   
149mmHg 168mmHg 192mmHg 
 
  
240mmHg   
 
 




Table 7: Osirix Lite 3D volume renders of the specimen cross-section during CT 
method. Again, this demonstrates how as the internal pressure increases, the 
tension in the sutures at the anastomosis is overcome and the cross-section become 
more circular.  
 
Osirix Lite – 3D volume render cross-sectional slice of specimen at 11mmHg 
internal pressure 
 
Osirix Lite – 3D volume renders cross-sectional slice of specimen at 
anastomosis at 192mmHg internal pressure 







Figure 19: CT Method. Geometry change as a function of pressure. Pretension of 
1.16. This shows the increase in diameter and length of anastomosed specimen. 




Figure 20: CT Method. SD of diameter measurements as a function of pressure. 
Pretension of 1.16. Showing more variation (increased SD) for the anastomosed 
region but an overall decreased variation with increasing pressure for all regions 
measured. 




















Mean diameter and length increase as a function 
of pressure - Pretension 1.16
Diameter 1 Mean Diameter 2 Mean Diameter 3 Mean
Length Linear  (Length)


























Standard Deviation as a function of pressure for 
diameter measurments - Pretension 1.16
Diameter 1 Diameter 2 Diameter 3








Figure 21: CT Method. Diameter Variation at Location 1 as a function of pressure. 
Showing diameters measured at different axes. Highlights the importance in taking 
several measurements to get a better idea of shape/cross section area. 
 
 
Figure 22: CT Method. Cross section area increases as a function pressure. 
Showing increase in area at the three locations and almost identical traces for 




















Diameter variation at Location 1 as a function of 
pressure




























Cross sectional area increase as a function of 
pressure 
L1 Area L2 Area L3 Area








Figure 23: Optical Method. Geometry increase as a function of pressure. Test 1. 





Figure 24: Optical Method. Diameter Increase at Location 2 as a function of 























Geometry change as a function of pressure - 1.16 
Pretension
Diameter 1 Diameter 3 Length Diameter 2






Figure 25: Optical Method. Length Increase as a function of pressure for different 




Figure 26: Diameter Increase as a function of pressure for CT and OP method. 
Pretension 1.16. Shows variation between CT and OP methods. Nonetheless a 
similar trend was observed, with greater shape changes observed at the 

























Diameter Increase as a function of pressure for 
CT and OP method - Pretension 1.16
OP Diameter 1 OP Diameter 2
CT Diameter 1 Mean CT Diameter 2 Mean






Figure 27: Length Increase as a function of pressure for CT and OP method. 




Figure 28: Comparison of predictions and empirical Diameter 1 increase as a 
function of pressure. Showing that CT measurements fit better with theoretical 
predictions and therefore believe they are more accurate. CT Diameter 1 (Area 
























Length Increase as a function of pressure for CT 
and OP method - Pretension 1.16























Predictions vs empirical for Diameter 1 increase as a 
function of pressure 
Thin-walled cylinder prediction Thick-walled cylinder prediction
OP 1.16 Extension CT 1.16 Extension
CT Diameter 1 (Area Derived)







Figure 29: Comparison of prediction and empirical length increase as a function of 
pressure. Showing both methods of measurements fit better the theoretical data for 
thin walled cylinders. 
 
Limitations of results 
The most significant factors that limit the accuracy of the above results are 











































































Predictions vs empirical for Length increase as a 
function of pressure
Thick-walled cylinder prediction OP 1.16 Extension
CT 1.16 Extension Thin-walled cylinder prediction








Optical  Assumption that the specimen is perfectly circular 
(there is no variation in the diameters taken from 
different angles). Only one diameter measurement 
(horizontal) was taken as the images were captured 
from above.  
This could be improved with additional cameras 
at different angles. 
Quality and clarity of some images taken hindered 
the ability to accurately take measurements. The 
clarity was affected by water droplets and spray 
from the specimen leak rate. 
 
Additionally, zooming of the image in order to 
determine the specimen edge, occasionally 
reduced the image quality. Some images were 
skipped to prevent large errors being introduced.  
This could be improved by the insertion of a latex 
membrane inside the specimen to prevent 
transmural leakage similar to the work of Bustos, 
García–Herrera and Celentano (2016).  
 
A higher quality camera could reduce zooming 
issues.  
Parallax error associated with the image would 
have introduced error. 
Mitigate with more sophisticated camera 
equipment or calculate parallax angle and adjust. 
CT The predetermined window level ‘Bone setting’ was 
used for all images in Osirix Lite. This may have 
introduced a systematic error across all 
measurements if the image does not represent the 
true dimensions. 
Attempt to find the most accurate setting by 
entering the parameter manually. 
The centre of the specimen was determined by eye 
when taking diameter measurements on different 
axes. 
More accurate predictions of the centre of the 
circle. This can be calculated with sophisticated 
software such as ilastik (segmentation, 3D 
reconstruction) that predicts the centre of mass.  
CT and OP Ill-defined edges affected the accuracy of the length 
and diameter dimensions. 
Use software such as MATLAB to analyse 
images for longitudinal and circumferential 
measurements (Madhavan et al., 2012). 
 
Alternatively, a CCD (charge-coupled device) 
Camera was used by Sommer et al. (2018) to 
measure gauge marking displacement. 
Predictions The predictions are for thick and thin walled 
cylinder models. These models are normally used 
for linear elastic materials such as metal with small 
deformations in rigid pipes. 
Use real experimental data to build theoretical 
models appropriate for finite stain theory such as 
a hyperelastic constitutive model.  
Material 
Properties 
Standard procedure is to use a ‘dumbbell’ shaped 
specimen. The entire tubular specimen was used 
and a change in diameter was measured. 
Adhere to standard procedure.  
Errors may have been introduced when measuring 
original dimensions of the specimens using Image-
J. 
 
The measurement of the lateral dimensions 
introduced error due to the specimen being 
deformed when measured.  
This could be alleviated with an extensometer for 
the lateral measurements as well as the axial. 




Chosen specimen doesn’t behave like an artery in 
some tests. 
 












Discussion of results 
Experimental - CT Method 
Figure 19 shows how the mean diameter and length vary as internal pressure 
increases. Diameters 1 and 3 show almost identical deformation changes as 
expected for the normal sections of the specimen. This suggests that any errors that 
might be introduced during imaging and measuring (see Section 5) are either evened 
out with averaging, or systematic, and therefore can be confident that any 
differences detected between different regions represent true differences in the 
geometry of the specimen. Diameter 2 on average, increased 6.4% more than that of 
location 1 and 3. At the lowest pressure of 15mmHg, Diameter 2 has a difference of 
7.6% compared to Diameter 1. This demonstrates how much the sutures deform the 
normal geometry of the specimen even at low pressures. The data also displays the 
accuracy of the method; smooth curves without deviation are expected to be seen, 
similar to the predictions (Figure 28 & Figure 29) with a significantly smoother curve 
than the Optical method (Figure 23). The averaging of 4 diameters is expected to 
minimise the error introduced during the measurements and therefore increase the 
likelihood that the measurement is closest to the true value. However, taking 
diameters without a defined centre likely introduced error as the measurements were 
not true diameters.  
 
The length increased by a maximum of 2.3% at 240mmHg. The trendline was added 
in order to extrapolate the data to a pressure of 0mmHg, at which there was an 
approximate length increase of 0.43%. This suggests a random error was most likely 
introduced from the ill-defined edges of the Herbie clips when measuring length.  
 
The standard deviation (Figure 20) was calculated for the four values taken for 
diameters at each pressure for the locations in the CT method. For a perfect circle, a 
standard deviation of 0 would be expected as all diameters are identical. For all 
locations the standard deviation decreases as pressure increases due to the 
specimen becoming more circular. 
 
Whilst the higher pressures of Diameter 2 show a similar standard deviation 
compared to Diameters 1 and 3, the lower pressures are significantly higher. The 
variation in diameters at a lower pressure for Diameter 2 represent the distortions to 
the specimen due to the tension in the sutures of the anastomosis. As the pressure 
increases, it is enough to overcome the tension in the sutures and gradually make 
the specimen cross-section more circular as can be seen in Table 6 and Table 7, 
showing cross-sectional images and 3D volume renders respectively of the 
specimen from the CT scan. 
 
Approximately 192mmHg is sufficient pressure to reduce the distortion caused by the 
sutures, thus reducing the St. dev to values similar to Diameters 1 & 3 and making 
the cross-section more circular. This can be seen on the graph and in the images. It 
is worth noting that for the highest pressures, the standard deviation is 0.06, 0.07 
and 0.05mm for Diameters 1, 2 and 3 respectively. Significantly lower standard 
deviations show a quasi-circular cross section and although some variation is likely 
to be random error due to operator measurements, even at 240mmHg (Table 6) the 
cross-section is slightly elliptical. 
 




Figure 21 shows the four diameter measurements taken during the CT method at 
Location 1 for each cross section. The horizontal measurement shows lower 
diameters than the vertical and +45° diameter measurements due to the elliptical 
shape of the specimen cross-section. It is assumed that only taking the horizontal 
measurement in the optical method will also be lower demonstrating the superiority 
of the CT method. It allows an average to be taken to determine a mean diameter of 
the specimen. The mean diameter in the CT method is a closer prediction to the true 
value of the specimen and aligns with the predictions more than the OP method 
(Figure 28). 
Figure 22 shows how cross-sectional area increases as pressure increases. This 
method of analysing the geometry change is assumed to be ‘truer’ than the mean 
diameter measurements as any distortions to the shape are included in the 
measurement. Area results in location 1 and 3 are almost identical and highlight the 
accuracy of the method as these regions are expected to deform similarly. Figure 19 
& Figure 22 show very similar traces and give confidence of the accuracy of the CT 
methods. 
 
Experimental - Optical Method 
Figure 23, in general, the geometry increased with pressure increase. Similar to the 
results of CT, diameter increase is higher for Location 2 due to the sutures and 
diameters 1 and 3 follow a similar path. The similarity for diameters 1 and 3 suggests 
that despite this technique being more manual and measuring along only one axis 
(horizontal), the values obtained for different regions of the tube can be compared as 
any errors are consistent and evened out by averaging, thus giving very similar 
traces for regions 1 and 3. 
 
Whilst diameters 1 and 3 and length show relatively smooth curves, diameter 2 
shows more deviation from the smooth curve expected. This may be associated with 
limitations such as image quality at diameter 2 affected by water droplets. This 
meant defining the specimen edge was difficult and introduced errors, such as the 
data label on the graph of 8.91%. In the future, additional repetitions of this 
experiment and improvements in leakage (See section 5) should be used to 
reassess this result. 
 
For Figure 19, Figure 22 & Figure 23, the smooth curve represents a fairly constant 
distensibility. The distensibility does not decrease with pressure thus, a J-curve 
relationship (Section 2.3) is not displayed, as expected for an elastomeric material. 
Diameter 2 (Figure 23) does appear to change gradient at higher pressures, 
however this is likely to be inaccuracies introduced by the OP method as it was not 
observed in the CT method. 
 
Figure 24 indicates higher percentage increase in diameter for higher pretension 
values at Location 2. This is similar when comparing the length extensions at 
different pretensions Figure 25, clearly showing a higher length change for a 
pretension of 1.25 compared to 1.05, the distinction between 1.05 and 1.16 however 
was less clear. This increase in axial length change as the pretension is increased 
contrasts with the work of Sommer et al. (2018) and Bustos, García–Herrera and 
Celentano (2016).  In these studies, extension-inflation tests were conducted on 
human arteries and Dacron Grafts respectively. However, both studies concluded 
that circumferential stretch decreases as axial pretension increases, the opposite to 




the results of this investigation. Kang (2008) also experienced stiffening of vessels 
when axial weight increased. However, extension-inflation experiments on 
elastomeric balloons Mao et al. (2014) showed that the pressure required to inflate 
the balloon to a specified volume is lower for higher pre-stretches, therefore 
softening the balloon with increased pre-stretch. These differences between results 
arise from the different specimens used. As discussed in Section 2.3, when 
stretched out the collagen in arteries inhibits deformation. The results of this 
investigation are similar to the results of Mao et al. (2014) in which an isotropic 
elastomer is used. Katzensteiner (2011) also found that oesophagus samples 
experienced softening in the circumferential direction for prestretches up to 30% but 
for higher levels of prestretch, the samples stiffened. Therefore, it could be possible, 
for this investigation, that the prestretch has not reached the limit at which the 
material stiffens. Nonetheless, under physiological conditions, the elastomeric 
specimen behaves differently to human arteries and grafts with respect to pretension 
and this should be considered if using this system to model anastomosed blood 
vessels. 
 
In Figure 25, pretensions for 1.05 and 1.16 appear to have little effect on length 
increases as a function of pressure. It is possible that this is due to problems with 
image clarity and the accuracy of the measuring technique. It is also assumed that 
no pretension weight is lost due to the stretch in the fishing wire or friction on the 
pulley. The small weight difference between pretension 1.05 and 1.16 may have 




Because the OP method did not rely on access to the CT scanner, a number of 
different measurements/experiments using this technique were conducted. Despite 
some issues with measurement accuracy, particularly around region 2, similar trends 
were observed in the data comparing the OP to the CT data. Therefore, it’s believed 
that comparisons between measurements obtained with the OP protocols are viable 
(see for example, the similarity in the traces between regions 1 and 3 on Figure 23 
showing consistency of the measurements).  
 
Figure 26 & Figure 27 show a positive correlation of how geometry increases as a 
function of pressure.  
As expected, diameters 2 (anastomosis) data is also higher in geometry increase 
than the Diameter 1 due to the sutures. For the maximum pressures of 240 and 
238mmHg for CT and OP methods respectively, there is a 2.2% difference between 
the increases at diameter 2. The two techniques show similar trends, but precise 
values and percentage increases are not the same. When comparing the relative 
effects within experiments however, they are similar. A percentage difference for 
diameter 1 for the highest pressures show approximately 4.2% difference in diameter 
increase. Lengths at maximum pressure also display a 1.45% increase difference 
between the two methods (Figure 27). 
 
The differences in data between the methods may arise from the introduction of 
different errors in the two techniques. In particular, in the OP method, only one 
diameter is taken (horizontal), which is problematic if the specimen is not perfectly 
circular. As discussed above, even at high pressures, the specimen is never 




perfectly circular. Thus, taking just one diameter measurement in the optical method 
does not provide an accurate value for the diameter of the specimen. It has also 
been highlighted that the horizontal measurement was potentially the lowest of the 
diameter values, compounding the problem of measuring only the horizontal 
diameter. For the differences in length, the image clarity made measurements 
difficult when zooming in on the Herbie clips. Precisely determining the centre of the 
tube for taking the length measurements was also subject to human error and would 
have varied between methods. A systematic error was also introduced into the CT 
method when applying the ‘Bone setting’ to the images, potentially affecting the 
accuracy throughout the experiment. However, overall, because the bone setting 
introduced error is likely to be systematic, the CT results are favoured as more 
accurate. 
 
Figure 28 shows that the empirical data for increase at diameter 1 is generally lower 
than the predicted data. This graph compares the un-anastomosed part of the 
specimen experimentally as it is expected that the anastomosed region has a 
comparatively higher diameter increase. As aforementioned, it is expected that the 
OP and CT methods should be showing similar deformations but due to the 
discussions above, particularly the fact that measurements were made horizontally, 
the axis showing the least deformation, the OP trace is lower than the CT trace. The 
CT method measuring diameter appears to align with the predictions for thin-walled 
cylinder towards the higher-pressure values of the experiment. The condition for thin-
walled cylinder theory is that “the ratio of radius 𝑟 to wall thickness 𝑡 is greater than 
10” (Ibrahim, Ryu and Saidpour, 2015) and with average values of r = 3.56 and t = 
0.39 the ratio equates to 9.13. Therefore, the expectation was that the empirical data 
would align more closely with the thick-walled predictions, however the shape of the 
smooth curve is still very close to both predictions.  
A range of diameters were also derived from the cross-sectional area measurements 
of the specimen and compared with predictions, showing the highest diameter 
increase. This may not be appropriate however as the specimen is not perfectly 
circular and therefore the diameter derived is not true. 
 
Figure 29 displays a large difference between experimental values and predicted 
values for length increase, but as above appears to align more closely with thin 
walled cylinder predictions. 
 
It may be that the theoretical predictions are not an appropriate model to use against 
this empirical data. The governing equations are designed for infinitesimal strain 
when the specimen is experiencing finite strain. Poisson’s ratio is also modelled as a 
constant when it should be varying with deformation. Nor do the predictions consider 
pretension, as discussed for Figure 24 increased pretension increases diameter and 
thus applying pretension to the predictions would result in a higher percentage 
difference between empirical and predicted values. 
 
Conclusions 
The aim if the investigation was to determine how geometry varies with pressure for 
a synthetic representation of an artery with an anastomosis and how experimental 
data compares with predicted values. A rig that applies internal pressure and 
pretension to an anastomosed specimen was successfully designed and built with 




simplicity and financial considerations in mind. The rig and two methods were 
successfully used to analyse the geometric changes of the specimen whilst under 
internal pressure and pretension. Some errors were introduced, however both 
methods were deemed to be valid, especially with the improvements discussed. 
 
In general, the specimen geometry experienced a smooth increase in diameter and 
length as pressure was increased. Empirical data was compared with theoretical 
predictions. The CT method (diameter) appeared to align with Thin-walled cylinder 
predictions, however the predictive models used may not be appropriate when 
considering a non-linearly elastic material. Optical results were lower when 
compared to the CT method and predictions. It is likely that this is due to current 
method limitations, however there is scope for this to be improved in future studies.  
 
A range of pretensions was also applied to the specimen and appeared to ‘soften’ 
the material, increasing the circumference and length whilst under pressure for 
higher pretensions. As this contradicts existing literature when considering arterial 
deformation, this highlights the need to use a material with closer mechanical 
properties to an artery to truly understand how it will behave. The CT method 
demonstrated that the ability to take a cross-section of the specimen allowed more 
accurate measurements to be taken for the diameter and areal deformation in 
comparison to the Optical method. The standard deviation between diameter 
measurements of a cross-section also highlighted how internal pressure overcame 
the tension in the sutures and made the specimen cross-section more circular. The 
added benefit of the CT scanner is that the above point can be supported by the 
images taken, clearly seeing less deformation at higher pressures. 
 
This work has been an important step in understanding how the anastomosed region 
differs to the rest of the artery. In comparison to existing literature, this study has 
given an insight into the internal shape of the specimen at the anastomosed region 





• Accurate determination of material properties – addition of lateral 
extensometer for tensile test. 
• Additionally, use a Poisson’s Function and Non-linear stretch moduli function 
(Hyperelastic models) for material properties that vary with strain (Mihai and 
Goriely, 2017). 
• Improve Optical Imaging technique with addition of cameras at different 
angles. 
• Improve CT technique with use of Software for determining centre of 
specimen. 
• Conduct deeper analysis of how geometry changes with respect to the area 
and volume (CT method.) 
 
Build upon findings: 
• Analyse how specimen wall changes geometry (CT). 




• Consider cyclically preconditioning specimens before use (Sommer et al., 
2018). 
• Consider that extended use of the specimen may result in hardening or brittle 
effects. 
• Consider how the unpredictable behaviour of a non-Newtonian fluid (blood) 
could affect the results of this investigation (Sarkar, Salacinski, Hamilton and 
Seifalian, 2006). 
• Consider how different Suture techniques, knot strength and tension affect the 
results of this investigation (Roussis et al., 2015). 
 
Due to time constraints it was not possible to make use of the 3D reconstructed 
models of the internal geometry of the specimens from the CT scans. However, this 
technique is feasible. Further work could include:  
• CAD conversion for analysis of volume and mass. 
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